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ABSTRACT

Accurate system modeling in tomographic image reconstruc-
tion has been shown to reduce the spatial variance of reso-
lution and improve quantitative accuracy. System modeling
can be improved through analytic calculations, Monte Carlo
simulations, and physical measurements. This work presents
a novel measured system model and incorporates this model
into a fully 3-D statistical reconstruction method. Empirical
testing of the resolution versus noise benefits reveal a modest
improvement in spatial resolution at matched image noise lev-
els. Convergence analysis demonstrate improved resolution
and contrast versus noise properties can be achieved with the
proposed method with similar computation time as the con-
ventional approach. Images reconstructed with the proposed
model contain correlated noise structures which are difficult
to characterize with accepted NEMA noise metrics.

Index Terms— fully 3-D reconstruction, system model-
ing, point spread function, PET

1. INTRODUCTION

This work presents a practical method to improve the system
model in fully 3D positron emission tomography (PET) imag-
ing and evaluates the performance of this more accurate sys-
tem model. Numerous efforts have explored accurate system
models for PET reconstruction [1, 2]. In general, the system
model for a PET tomograph can be factorized into multiple
components such as the geometric projection matrix (basis
for all conventional models), attenuation correction factors,
detector sensitivity factors, and detector blurring [3]. This
work refines the detector blurring component for a clinical
whole-body system through measurements of point sources.
We simplify this blurring component to a linear operation that
can be quickly applied to the current geometric projectionma-
trix.
This work offers several novel developments beyond our

previous efforts to improve system modeling. Specifically,
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here A) we empirically measure the point spread function
(PSF), B) match the PSF to the geometric projector, C) apply
the PSF to a fully-3D reconstruction method, and D) propose
novel evaluation studies. Along with demonstrated modest
resolution and contrast improvements, perhaps the most com-
pelling results show that careful attention must be paid to the
noise structure in images reconstructed with a PSF model.

2. POINT SPREAD FUNCTION MODEL

We have previously performed Monte Carlo simulations to
evaluate the PSF of modern PET tomographs [4]. For fully
3-D PET, the PSF could be described as a seven dimensional
function, with 4 dimensions to describe the blurring in the 4-
D data space dependent on the source location in 3-D object
space. Our simulations demonstrated that the majority of the
blurring occurs in the radial dimension because of the paral-
lax error in cylindrical scanners. This error is a result of in-
creasing inter-crystal penetration and scatter towards the edge
of the transaxial FOV. Simulations also demonstrated that the
detector blurring kernel shape is most dependent on the radial
location of the source. To maintain a practical reconstruction
computation time, we decided to use a simplified PSF which
models these two dominant dimensions.
The PSF was modeled as a 2-D function S which blurs

across radial bins and is variant in the radial location. The
geometric projection matrix, P̃ , which analytically calculates
the intersection of each detection line-of-response with vox-
els, is modified to form the complete system model P as

Pij =
N∑

k

SikP̃kj (1)

for a system with N total measurements.

2.1. Measurement of Point Spread Function

We measured the PSF with a 15μCi Na22 point source of size
∼0.25mm diameter embedded in Lucite. Our previous work
demonstrated that the Na22 positron range is close enough to
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Fig. 1. Radial blurring kernel extrapolated to all radial posi-
tions
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Fig. 2. Measured radial profiles (solid) and parameterized
radial profiles (dashed) at positions 118mm and 184mm from
center of field of view
F18 to perform system response measurements and that non-
collimated sources are capable of characterizing radial blur
without degradation from azimuthal contributions [5].
We acquired measurements of the Na22 point source posi-

tioned at 14 locations in the FOV on the GE Discovery DSTE
PET/CT scanner. The profile through the measured data at
a fixed azimuthal angle provided the radial response for a
given location. We parameterized the radial response from
12 of these measurements with their discrete cosine trans-
form (DCT) coefficients. The linear fit of these coefficients
provided the DCT at all radial positions in the field of view.
The inverseDCT at each position provided extrapolated radial
blurring kernels. Figure 1 presents the radial blurring kernels
which blur in the radial direction s dependent on radial lo-
cation sv. To provide a independent confirmation of this pa-
rameterized model, we compared the model with 2 measured
responses which did not contribute to the model. Figure 2
presents independent radial profiles from separate measure-
ments and from the parameterized PSF. The close match pro-
vides confidence in the accuracy of the parameterized model.
The measured PSF is similar in shape and extent to the 2D
PSF we simulated in previous work [4].

2.2. Matching Complete System Model with Measure-
ments

The point spread function defining the radial blur of the sys-
tem at different radial locations was further refined to match
the geometric projector. We used an accurate distance-driven
projector which models the exact location of the detection
lines of response (LOR) [6]. We wanted to ensure that the PSF
componentwhen applied to the LOR projectormatched actual
measurements. We minimized the weighted least squares er-
ror of the complete system model and the measurement of the
point source at the most extreme radial location. The matched
point spread function, Ŝ, was determined as

Ŝ = arg min
S

[
N∑

i

Wi(yi − Pi∗x)2] (2)

where yi is a measurement of N total measurements, image
x of the point source at a known location, and the forward
operation P , which is a function of S. The weights W are
defined as the inverse of the variance of measurements; since
the data is well modeled as Poisson,Wi = 1/yi, when yi �= 0,
and Wi = max(y), when yi = 0. Equation(2) was solved
with the Newton-Raphson algorithm.
The optimal solution Ŝ was basically identical to the orig-

inal parameterized S. These results were anticipated consid-
ering that our current geometric projector is fairly accurate
and requires no radial repositioning interpolation. Geomet-
ric projectors which are potentially faster operators at the ex-
pense of reduced accuracy might benefit from this weighted
least squares refinement step.
We applied the complete system model (1) in a fully

3D ordered subset expectation-maximization (OSEM) recon-
struction algorithm. The proposed Ŝ modified the forward
and back projection operation during each image update.

3. EVALUATION METHODS

We acquired fully 3D data from 3 phantoms on the GE Dis-
covery STE. For these studies, all corrections were applied
to the data inside the iterative loop of OSEM essentially
preserving the Poisson statistics of the measurements. We
compared OSEM with the accurate line-of-response projec-
tor (OSEM+LOR) with our proposed PSF reconstruction
(OSEM+LOR+PSF).

3.1. Line Source Phantom

Resolution was evaluated with a custom elliptical phantom
(30cm long axis, 22cm short axis, and 18cm deep) with 8
parallel line sources (12cm long, 0.8mm internal diameter).
The line sources were filled with F18 and either A) imaged in
air or B) imaged with a warm uniform activity concentration
background with a roughly 200:1 line to background ratio.
The phantom was positioned in the upper half of the scanner
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bore to evaluate transaxial resolution at radial locations rang-
ing from the center to the edge of the scanner.

3.2. NEMA IQ Phantom

Contrast was evaluated with the NEMA IQ body phantom
consisting of a large semi-cylindrical chamber containing six
hot spheres with diameters 10, 13, 17, 22, 28, and 37mm. The
phantom had an 4:1 sphere to background activity ratio.

4. EVALUATION RESULTS

We present results from volumetric reconstructions with
256x256 voxels per slice using 28 subsets for each iteration.
The addition of our PSF model to OSEM+LOR increased the
reconstruction time by 3.2%.

4.1. Line Source Phantom

The full width half maximum (FHWM) measured from the
line source data appear in figure 3. When the line sources are
measured in air, the proposed PSF model resulted in 2mm ra-
dial resolution at all locations in the FOV. These results are
not reproducible when the line sources are in a more realis-
tic imaging scenario surrounded by a scattering medium and
activity. When measured with a warm background, the ra-
dial resolution degraded to 2.5mm to 4mm and was dependent
on radial location. Increasing the number of iterations to 20
did not dramatically improve the resolution with the PSF and
the resolution remained spatially variant (albeit not as spatial
variant as OSEM+LOR). It is worth noting that the the line
sources in air resolution values are highly dependent on pixel
size; the final resolution can be reduced by simply reducing
the reconstructed pixel size. Figure 4 presents the resolution
metric 22.4cm from the center of transaxial FOV versus im-
age update and versus standard deviation in the background
voxels. The FWHM of the PSF method takes longer to con-
verge to a final value than OSEM and appears to have resolu-
tion improvements at matched background noise.

4.2. NEMA IQ Phantom

Figure 5 presents images of the NEMA phantom. Visual
inspection reveals a different noise structure between the
two methods. Figure 6 presents contrast recovery values for
images that have been post-filtered with a 2D 7mm FWHM
Gaussian filter and a simple triangular axial filter, to mimic a
common clinical setting. As with the resolution results, the
PSF algorithm appears to require more iterations to reach a
final value.
The last row of figure 6 plots the contrast recovery of a

sphere versus the coefficient of variation (COV) of the mean
value of background regions of interest (ROIs). The COV
of background ROIs is computed according to the NEMA

Line Sources in Air
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Fig. 3. Radial resolution versus location with first row from
line sources in air, second row from line sources in warm
background after 10 iterations. Error bars denote the range of
FWHM values across 8 neighboring transaxial slices which
contribute to mean FWHM.
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Fig. 4. Resolution versus image update and versus standard
deviation in background voxels measured from line sources
in warm background. All reconstructions updated to 20 itera-
tions, 28 subsets, no post filter and 1.37 mm/pixel.
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standard and provides a sense of the noise level in the im-
age (addresses the quantitative error in the mean value of
ROIs). It should be stressed that thorough evaluation of the
benefit of a PSF in the reconstruction requires multiple noise
metrics. Figure 7 presents the NEMA COV and the COV of
all background voxels versus iteration number and highlights
that these reconstruction methods have similar “noise” with
the first metric and very different noise properties with the
second metric.

5. CONCLUSION

We have measured the PSF of a whole body system and ap-
plied the PSF in practical fully-3D reconstruction method.
Results from measured phantom studies demonstrate 2mm
spatially invariant resolution for the clinically unrealistic
scenario of line sources in air. When line sources were po-
sitioned in background activity and medium, the proposed
method offers modest resolution improvements over con-
ventional OSEM at matched noise levels. Contrast versus
noise improvements were demonstrated with the NEMA IQ
phantom. Careful assessment of noise properties is required
to evaluate these PSF algorithms and future work will ex-
plore performance with clinically relevant reconstruction
parameters and multiple noise metrics to determine the gen-
uine contrast/resolution versus noise gains of the proposed
method.
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Fig. 5. NEMA IQ phantom reconstructed with OSEM (first
row) and OSEM with PSF (second row). Images are pre-
sented after iteration number in headingwith no post-filtering.
(2.73 mm/pixel)
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Fig. 6. A) Contrast recovery of maximum value of two
spheres versus image update. The vertical lines mark the
end of 4 and 8 iterations. B) Contrast recovery of 2.2cm
sphere versus coefficient of variation (COV) in background
with red circles marking end of 4th iteration.(2.73 mm/pixel,
7mm post-filter).
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Fig. 7. COV in mean value of 60 background ROI’s versus
image update and COV in all pixels in background ROI’s ver-
sus image update.(2.73 mm/pixel, no post-filter).
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